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� Affymetr ix GeneChip Technology

� GeneChip Photolithography, Array Design, Analysis Process

� Compar ison with cDNA Micror rays

� Assay and Analysis Flow Chart
� Image Analysis, Affymetrix Data Files, from DAT to CEL.

� Quality Assessment
� RNA Sample Quality Control
� Array Hybridization Quality Control
� Statistical Quality Control (Diagnostic Plots)

� Low level Analysis
(from probe level data to expression value)

� Background Correction, Normalization, PM Correction, Expression Index

� Software
� Freeware:  BioConductor, dChip, RMAExpress
� Commercial: GCOS, GeneSpring

� Useful L inks and Reference
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Matrix of genes (rows) and samples (columns)

Expression Index



4/52� � � � � � � � � � � 
 � ��
 � � � � �  � �



5/52� � � � � � � � � �  � � � � �� � � � � � � � � 	 � � �� �



6/52� � � � � � � � � �  � � � � �� � � � � � �� � �� � � � � � � � �

The GeneChip® Instrument System 

Affymetrix GeneChip®
Scanner 3000 with workstation. 

Scan and  Quantitate
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GeneChip® Hybr idization

Hybr idized 
GeneChip®
Microarray

GeneChip® Single Feature
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Spotted cDNA Microarray
Probes are cDNA fragments, usually 
amplified by PCR.

Affymetrix GeneChips
Probes are oligos synthesized in situ 
using a photolithographic approach

� Probes are 25-mers.� Probes of varying length

� One probe one gene. � 16-20 probe-pairs per gene.

� At least two samples are 
hybridized to chip. � One target sample per array.

� The apparatus requires a fluidics 
station for hybridization and a special 
scanner.

� Fluorescence at different 
wavelengths measured by a 
scanner.

� Only a single fluorochrome is 
used per hybridization.

� Samples (normally 
poly(A)+ RNA) are labelled
using fluorescent dyes.

� Probes are deposited on a solid 
support, either positively charged nylon 
or glass slide.

� Oligonucleotides synthesized in 
situ on silica wafers.
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Advantages of Spotted Arrays
� Can choose the DNA on the array.
� Cheaper.
� Do not need to know the DNA 

sequence.
� Can hybridize closely related species.

Disadvantages of Spotted Arrays
� More technically variable.
� Less specificity (will cross hybridize to 

genes ~80% homology).
� Cannot distinguish closely related 

gene families.
� May need to confirm DNA sequence.
� Repeated amplification and quality 

control.

Advantages of Affymetrix Chips
� High specificity (small probe length means 

gene family members can be 
differentiated.) 

� Very well researched technology 
� Very robust protocols and results are very 

reproducible. 
� Can use small amount of RNA 
� Widely used, so annotation of probe sets 

is of relatively high quality.
Disadvantages of Affymetrix Chips
� Very expensive to design (~US$300,000). 
� Expensive to perform experiments 

(~US$400 + $300 labeling/hybridization). 
� Limited to the species for which there are 

chips available sequence required. 
� No probe manipulation. 
� Single target hybridization, so comparison 

always involves two experiments, and dye 
swaps are impossible. 

� Match/mismatch technology has major 
limitations: mismatch signal often higher 
than match, and dose response curve is 
different for each pair. 

� � �  � � �� � � � � �
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� Target: the labeled sample applied to the array (consists of cRNA in vitro transcribed from cDNA
which was in turn reverse transcribed from total mRNA extracted from the sample).

� Background (BG): a measure of the magnitude of background. For each of 16 sectors, the 
average intensity of features with intensities falling in the lowest 2% of features within the sector.

� Noise: a measure of the variance in background.

� Feature (Probe): a 24-50 mm portion of the array on which are synthesized ~107 molecules of a 
single oligonucleotide(a.k.a. tile). A scan generates one pixel for every 3mm2.

� Perfect match (PM): an oligonucleotide (~25bp) specific for a region of the cRNA of a gene.
� Mismatch (MM): an oligonucleotide (~25bp) specific for a region of the cRNA of a gene with a 

single mismatched nucleotide in the centre location - always paired with a PM.
� Probe pair: a pair of probes, one PM and its corresponding MM.
� Probe set: a set of 20 probe pairs designed to probe for the transcript of a single gene.
� Probe Array Tiling - The spatial organization of probe array features into probe pairs and sets. 

� Fold change (FC): the magnitude of change observed in a gene’s expression from one scan to 
another.

� Metrics - The calculated answer of mathematical equations used by the GeneChip® probe array 
algorithm software. 
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* .EXP file

* .DAT file ~50MB

*.CEL file ~12MB (Version 4) ~5MB

CEL File Conversion Tool
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Metrics

Pivot
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� RNA Sample Quality Control 
� Validation of total RNA 
� Validation of cRNA
� Validation of fragmented cRNA

� Array Hybridization Quality Control
� Probe Array Image Inspection (DAT, CEL)
� B2 Oligo Performance
� MAS5.0 Expression Report Files (RPT)

� Scaling and Normalization factors
� Average Background and Noise Values
� Percent Genes Present
� Housekeeping Controls: Internal Control Genes
� Spike Controls: Hybridization Controls: bioB, bioC, 

bioD, cre
� Spike Controls: Poly-A Control: dap, lys, phe, thr, 

trp

� Statistical Quality Control (Diagnostic Plots)

� Reasons for poor 
hybridizations 

� mRNA degenerated 
� one or more experimental  
steps failed 
� poor chip quality, …

� reasons for (biological) 
outliers 

� infiltration with non-tumour
tissue 
� wrong label 
� contamination, …

Two aspects of quality control: detecting 
poor hybridization and outliers
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� Individual probes in a probe set are 
ordered by location relative to the 
5’ end of the targeted RNA 
molecule.

� Since RNA degradation typically 
starts from the 5’ end of the 
molecule, we would expect probe 
intensities to be systematically 
lowered at that end of a probeset
when compared to the 3’ end. 

� On each chip, probe intensities are 
averaged by location in probeset, 
with the average taken over 
probesets. 

� The RNA degradation plot 
produces a side-by-side plots of 
these means, making it easy to 
notice any 5’ to 3’ trend. 

Assessment of RNA Quality:
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Spots, Scratches, etc. 

Source: Michael Elashoff (GLGC)  

Haze Band Crop Circles

� Saturation: PM or  MM cells > 46000 
� Defect Classes: 

dimness/brightness, high Background, high/low intensity spots, scratches, 
high regional, overall background, unevenness, spots, Haze band,
scratches, crop circle, cracked, cnow, grid misalignment.  

� As long as these areas do not represent more than 10% of the total probes 
for the chip, then the area can be masked and the data points thrown out as 
outliers.
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Li, C. and Wong, W. H. (2001) Model-based analysis of oligonucleotide arrays: Expression 
index computation and outlier detection, Proc. Natl. Acad. Sci. Vol. 98, 31-36.
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� Make sure the alignment of the 
grid was done appropriately.

� Look at the spiked in Oligo B2 
control in order to check the 
hybridization uniformity. 

� The border around the array, 
the corner region, the control 
regions in the center, are all 
checked to make sure the 
hybridization was successful. 

Source: Baylor College of Medicine, 
Microarray Core Facility
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� The Scaling Factor- In general, the scaling 
factor should be around three, but as long as it 
is not greater than five, the chip should be okay.
� The scaling factor (SF) should remain 
consistent across the experiment.

� Percent Present : 30~50%, 40~50%, 
50~70%.
� Low percent present may also indicate 
degradation or incomplete synthesis.

� Average Background: 20-100 
� Noise < 4

� The measure of Noise (RawQ), Average Background and 
Average Noise values should remain consistent across the 
experiment.
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� Sig (3©/5©)- This is a ratio which tells us how well the labeling reaction went. The two to 
really look at are your 3©/5© ratio for GAPDH and B-ACTIN. In general, they should be 
less than three.

� Spike-In Controls (BioB, BioC, BioD, Cre)- These spike in controls also tell how well 
your labelling reaction went. BioB is only Present half of the time, but BioC, BioD, & Cre
should always have a present (P) call.
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Box Plots

Scatterplot

Image
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Density Plots
Histogram

QQ-Plot

MA Plot
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� 0.5 is subtracted from each i value to avoid 
extreme quantiles of exactly 0 or 1. 

� The latter would cause problems if empirical 
quantiles were to be compared against quantiles
derived from a theoretical. asymptotic distribution 
such as the normal.

� This adjustment has no effect on the shape of 
any graphical display. 
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Heatmap with Dendrogram

Line Plots

Volcano Plot

Profiles Plots
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avgdiff
liwong

mas

medianpolish
playerout

mas
pmonly

subtractmm

quantiles
loess

contrasts

constant 
invariantset

Qspline

none
rma/rma2
mas

Summar ization 
Methods

PM correction 
Methods

Normalization 
Methods

Background 
Methods

The Bioconductor: 
affy package
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What is background?
� A measurement of signal intensity caused by auto fluorescence of

the array surface and non-specific binding.

� Since probes are so densely packed on chip must use probes 
themselves rather than regions adjacent to probe as in cDNA arrays 
to calculate the background.   

� In theory, the MM should serve as a biological background 
correction for the PM.

What is background correction?
� A method for removing background noise from signal intensities 

using information from only one chip.
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� MAS method corrects both PM and MM probes.
Affymetrix: Statistical Algorithm Description Document
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RMA: Robust Multichip Average (Irizarry and Speed, 2003)
� Assumes PM probes are a convolution of normal and 

exponentional.  
� ObservedPM = Signal + Noise, (O = S + N).
� Assume

� Signal is exponentional (alpha) 
� Noise (background) is Normal (mu, sigma). 

� Use E[S|O=o, S>0] as the backround corrected PM.
� MM probe intensities are not corrected by RMA/RMA2.
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What is normalization?
� Non-biological factor can contribute 

to the variability of data, in order to 
reliably compare data from multiple 
probe arrays, differences of non-
biological origin must be minimized. 

� Normalization is a process of 
reducing unwanted variation 
across chips. It may use 
information from multiple chips. 

Why normalization?
Normalization corrects for overall chip brightness and other factors that may influence the numerical value 
of expression intensity, enabling the user to more confidently compare gene expression estimates 

between samples.

Main idea
Remove the systematic bias in the data as completely possible while preserving the variation in the gene 
expression that occurs because of biologically relevant changes in transcription.

Assumption
� The average gene does not change in its expression level in the biological sample being tested. 

� Most genes are not differentially expressed or up- and down-regulated genes roughly cancel out the 
expression effect. 
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� Levels
� PM&MM, PM-MM, Expression indexes

� Features
� All, Rank invariant set, Spike-ins, housekeeping 

genes.

� Methods
� Complete data: no reference chip, information from all 

arrays used: Quantiles Normalization, MVA Plot + 
Loess

� Baseline: normalized using reference chip: MAS 4.0, 
MAS 5.0,  Li-Wong’s Model-Based, Qspline
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Normalization and Scaling
� The data can be normalized from:

� a limited group of probe sets. 
� all probe sets.  

� Global Scaling
the average intensities of all the arrays that are going 
to be compared are multiplied by scaling factors so 
that all average intensities are made to be numerically 
equivalent to a preset amount 
(termed target intensity). 

� Global Normalization
the normalization of the array is multiplied by a 
Normalization Factor (NF) to make its Average 
Intensity equivalent to the Average Intensity of the 
baseline array.

Average intensity of an array is calculated by averaging all the Average 
Difference values of every probe set on the array, excluding the highest 2% and 
lowest 2% of the values.
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� Loess normalization (Bolstad et al., 2003) is based 

on MA plots. Two arrays are normalized by using 
a lowess smoother.  

� Skewing reflects experimental artifacts such as 
the 

� contamination of one RNA source with genomic DNA 
or rRNA, 

� the use of unequal amounts of radioactive or 
fluorescent probes on the microarray. 

� Skewing can be corrected with local normalization: 
fitting a local regression curve to the data. 
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� Using a baseline array, arrays are normalized by selecting invariant 
sets of genes (or probes) then using them to fit a non-linear 
relationship between the "treatment" and "baseline" arrays. 

� The non-linear relationship is used to carry out the normalization. 
� A set of probe is said to be invariant if ordering of probe in one chip 

is same in other set. 
� Fit the non-linear relation using cross validated smoothing splines

(GCVSS). 

(Li and Wong, 2001)
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(Li and Wong, 2001)
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� Qspline normalization (Workman et al.,2002) uses a target array 
(either one of the arrays or a synthetic target), arrays are normalized 
by fitting splines to the quantiles, then using the splines to perform 
the normalization.
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� PM only
make no adjustment to the PM values.

� Subtract MM from PM
This would be the approach taken in MAS 4.0 Affymetrix (1999). It 
could also be used in conjuntion with the liwong model.
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� An ideal mismatch is subtracted from PM.  The ideal mismatch is 
documented by Affymetrix (2002). 

� The Ideal Mismatch will always be less than the corresponding PM
and thus we can safely subtract it without risk of negative values.

Affymetrix: Statistical 
Algorithm Description 
Document
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� Reduce the 11-20 probe intensities on each array to a single 
number for gene expression. 

� The goal is to produce a measure that will serve as an indicator of 
the level of expression of a transcript using the PM (and possibly 
MM values). 

� The values of the PM and MM probes for a probeset will be 
combined to produce this measure.

� Single Chip 
� avgDiff : no longer recommended for use due to many flaws. 
� Signal (MAS5.0): use One-Step Tukey biweight to combine the probe 

intensities in log scale
� average log 2 (PM - BG) 

� Multiple Chip 
� MBEI (li-wong): a multiplicative model
� RMA: a robust multi-chip linear model fit on the log scale 

Summarization



41/52! � � � � � �7� 
 �� � � � � 
 � � #� 6� � � � #�� � +� � ! 9)* -

� Average Difference
The mean intensity of a particular probe set after control correction (perfect 
match minus mismatch for each probe pair).

� Absolute Expression Value 
A value derived by certain statistical methods (depending on the array type 
and other factors) that is representative of the amount of RNA hybridised to 
the array for a particular gene. The statistical algorithms are usually 
provided with the scanning software.

� The average difference for a particular probe set is then defined as the 
mean of all the (PM-MM) differences. The resulting value, or absolute 
expression value, is then taken as proportional to the actual amount of RNA 
of the corresponding gene in the sample.

� No longer recommended for use due to many flaws.
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Affymetrix: Statistical Algorithm Description Document
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� If there are multiple arrays from the same experiment available, this model 
provides an intuitive estimate of the mean and standard error of the �ð s and 
�ý s. 

� The standard error estimates of the �ð s and �ý s can be used to identify outlier 
arrays and probes that will consequently be excluded from the final estimation of 
the probe response pattern. For each array, this model computes an expression 
level on the ith array �ð i. 

� If a specific array has a large standard error relative to other arrays, possibly due 
to external factors like the imaging process, then this is called an outlier array. 

� Similarly, if the estimate of �ý j for the jth probe has a large standard error, 
possibly due to non-specific cross-hybridization, it is called an outlier probe. 

� Individual PM-MM differences might also be identified by large residuals 
compared with the fit; these single outliers are regarded as missing values in 
the model-fitting algorithm. 

� Cross-hybridization is more likely to occur at the MM probes, rather than the 
PM probes, and so a PM-only model exists that calculates expression 
values that are always positive (Li and Wong 2001). Studies suggest that 
the PM-only model is more robust to cross-hybridization than the PM-MM 
difference model. 

(Model-Based Expression Index , MBEI)
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Medianpolish
� This is the summarization used in the RMA 

expression summary Irizarry et al. (2003). 
� A multichip linear model is fit to data from 

each probeset. 
� The medianpolish is an algorithm (see 

Tukey (1977)) for fitting this model robustly. 
� Please note that expression values you get 

using this summary measure will be in log2 
scale.

Playerout
� This method is described in Lazaridis et al. (2002). 
� A non parameteric method is used to determine weights. 
� The expression value is then the weighted average.
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Shareware/Freeware
� Bioconductor (R, Gentleman) 
� DNA-Chip Analyzer (dChip v1.3) (Li and Wong)
� RMAExpress: a simple standalone GUI program for windows for 

computing the RMA expression measure.

Commercial
� Affymetrix GeneChip Operating Software (GCOS v1.0)
� GeneSpring GX v7.3

Image Analysis/Normalization



46/52%� � �1 �� � � � #� � 
 � � 6 � � � �

The Bioconductor Project 
Release 1.7
http://www.bioconductor.org/

affypdnn
affyPLM
gcrma
makecdfenv
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Quick Start: probe level data (*.cel) to expression measure.
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http://www.biostat.harvard.edu/complab/dchip/
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http://stat-www.berkeley.edu/~bolstad/RMAExpress/RMAExpress.html

Ben Bolstad
Biostatistics, 
University Of California, Berkeley
http://stat-www.berkeley.edu/~bolstad/
Tal ks Sl i des
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http://www.affymetrix.com

Affymetrix GeneChip Operating Software
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� RMA or GC-RMA probe level analysis
� Advanced Statistical Tools
� Data Clustering
� Visual Filtering
� 3D Data Visualization
� Data Normalization (Sixteen) 
� Pathway Views
� Search for Similar Samples
� Support for MIAME Compliance
� Scripting
� MAGE-ML Export

Images from 
http://www.silicongenetics.com

More than 700 papers
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http://ihome.cuhk.edu.hk/~b400559/

� Speed Group Microarray Page: Affymetrix data analysis 
http://www.stat.berkeley.edu/users/terry/zarray/Affy/affy_index.html

� Statistics and Genomics Short Course, Department of Biostatistics Harvard 
School of Public Health. 
http://www.biostat.harvard.edu/~rgentlem/Wshop/harvard02.html

� Statistics for Gene Expression
http://www.biostat.jhsph.edu/~ririzarr/Teaching/688/

� Bioconductor Short Courses
http://www.bioconductor.org/workshop.htm

Microarrays and Cancer: Research and Applications 
http://www.biotechniques.com/microarrays/

http://www.affymetrix.com

http://www.nslij-genetics.org/microarray/

Stekel, D. (2003). 
Microarray 
bioinformatics, 
New York : 
Cambridge 
University Press.

http://bioinformatics.oupjournals.org
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The Normalized Data

� Gene Filter ing

� Finding DE Genes

� Case Study

�…�F�
hmwu@stat.sinica.edu.tw
http://www.sinica.edu.tw/~hmwu


